The aim of this study was to assess the exposure dose value (DLP) displayed on the operator console in a computed tomography system with automatic exposure control (CT-AEC) which decides the exposure dose from a positioning image. We measured exposure dose with two kinds of CT systems and evaluated the error of the displayed DLP value on the operator console against the measured DLP value. The assessment was performed in three sites: head and neck, upper chest, and lower abdomen. As a result, the errors of displayed value with CT-AEC against the error without CT-AEC in system A (4.09%) were significantly different on two assessment sites (head and neck: −4.02%, upper chest: 6.60%). There is no significant difference on the third assessment site (lower abdomen: 0.06%). On the other hand, those values in system B (8.38%) were almost similar with no significant differences (head and neck: −1.12%, upper chest: −1.85%, lower abdomen: −0.64%). The results show that there were significant differences noted between the errors of displayed value with CT-AEC and without CT-AEC in system A for the head and neck and the upper chest. In conclusion, displayed value with CT-AEC and without CT-AEC were about the same error. However, the possibility that the error depended on a model and the examination site of CT was shown.
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